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A B S T R A C T

Background: A pronounced discrepancy exists between balance assessments for stroke survivors that are used for
clinical purposes and those used for research. Clinical assessments like the Berg Balance Scale generally have
stronger ecological validity, whereas research-based assessments like posturography are generally more reliable
and precise. We developed a stabilometer balance test (SBT) that aims to couple measurement reliability and
precision to clinical meaningfulness by means of a personalized and adaptive test procedure.
Research question: To examine the validity, reliability, and measurement error of the stabilometer balance test in
inpatient stroke patients.
Methods: In this cross-sectional study, inpatient stroke patients (FAC > 2) were tested on a stabilometer with
adjustable resistance to mediolateral movement. A modified staircase procedure was used to adapt task difficulty
(i.e., rotational stiffness) on a trial-by-trial basis. The main outcome was the threshold stiffness at which a patient
could just stay balanced. Threshold stiffness was correlated with the Berg Balance Scale and posturography
measurements to determine concurrent validity (N=86). Test-retest reliability (N=23) was analyzed with the
Intraclass Correlation Coefficient (ICC). Floor and ceiling effects were assessed. The minimal detectable change
was determined at individual and group level.
Results: Threshold rotational stiffness moderately correlated with the Berg Balance Scale (r=−0.559,
p < 0.001), and the absolute path length of the center of pressure during posturography (r=0.348, p=0.006).
Test-retest reliability was good to excellent (ICC=0.869; 95%CI=0.696–0.944). There were no floor or ceiling
effects. The minimal detectable change was sufficiently small to detect relevant changes in balance control both
on individual and group level.
Relevance: The SBT is both a valid and reliable balance assessment in stroke patients. It is at least as precise as
current clinically preferred measures and does not suffer from ceiling effects. Therefore, it is suitable for use in
clinical practice as well as research.

1. Introduction

Reduced balance is one of the most frequent impairments people
experience after a stroke. Impaired balance adversely affects sitting,
standing, and walking and causes an increased risk of falling [1].
Therefore, improving balance is a main goal of stroke rehabilitation [2].

Balance is a complex phenomenon. Pollock et al. define it as “a
multidimensional concept, referring to the ability of a person not to
fall” [3]. Balance control is closely related to postural control, which is
defined as “the act of maintaining, achieving or restoring a state of

balance during any posture or stability” [3]. In order to maintain ba-
lanced, one generally has to keep the center of mass (CoM) within the
base of support [4]. Research shows that this can be achieved by: 1)
moving the center of pressure with respect to the vertical projection of
the CoM; 2) counter-rotating segments around the CoM; and 3) ap-
plying an external force. To clinicians these strategies might be familiar
as the ankle, hip, and stepping (and/or seeking manual support)
strategy, respectively [5].

There is no agreement on a ‘golden standard’ for evaluating balance
control after stroke [6]. Different categories of assessment can be
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distinguished based on the aspect of balance control that is evaluated
and/or the setting in which the assessment is performed. With respect
to the latter, we can distinguish between assessments used primarily for
clinical practice and for research purposes. Frequently used clinical
assessments are the Berg Balance Scale (BBS), the Trunk Impairment
Scale (TIS), the Functional Reach Test (FRT), and the Postural Assess-
ment Scale for Stroke (PASS) [7–11]. Assessments used for research
often involve posturography and analysis of gait kinematics [4,12]. For
clinical evaluation, the costs, time investment, (clinical) feasibility, and
the close relationship with functional activities of daily life are im-
portant aspects for selecting an assessment. Typically, however, these
assessments suffer from disadvantages such as floor and ceiling effects,
limited reliability and a lack of a precise outcome measure [13]. By
contrast, assessments used in research are often more reliable, specific
and precise, but also more expensive and time consuming. Moreover,
the outcomes are less easily translated to activities of daily living and
thus often have limited clinical and ecological validity [14].

We developed a balance control assessment which aims to combine
the benefits of existing clinical and research assessments. This assess-
ment uses a stabilometer with adjustable resistance (stiffness) to med-
iolateral movement, allowing for different and incremental levels of
task difficulty (Fig. 1). Stabilometers are low-cost, easy to use, and can
provide precise and quantifiable outcome measures (i.e., stiffness and
sway). Furthermore, stabilometers have been used extensively both in
research and in physiotherapy practice [15]. This stabilometer balance
test (SBT) uses a modified staircase procedure, an approach which we
adopted from psychophysics [16]. This procedure involves a series of
trials in which, unlike most known assessments, the difficulty level of a
trial depends on the patient’s performance in the previous trial. This
allows a quantification of the patient’s capacity for balance control by
determining the maximum difficulty level an individual can handle
[17]. The proposed SBT procedure also allows the patient to exploit all
three mechanisms for balance control [5].

In the current study, we examine the concurrent validity, test-retest
reliability and minimal detectable change (MDC) of the SBT in ambu-
latory (FAC > 2) stroke patients.

2. Methods

This cross-sectional validation study was part of a larger project into
motor learning after stroke (Dutch CCMO-register ID NL54560.029.15).
The study protocol was approved by the medical ethics committee of
the VU University Medical Center Amsterdam (the Netherlands, pro-
tocol ID: 2015/354).

2.1. Participants

Power analysis using nQuery software (Statistical Solutions Ltd,
Ireland) showed that a sample size of N= 52 was sufficient for con-
struct validity analysis (r= 0.8, α=0.05, 95%CI:± 0.10) and a
sample of N=24 to be sufficient for test-retest reliability analysis
(ICC= 0.8, α=0.05, 95%CI:± 0.15).

All eligible adult inpatient stroke patients recovering in a re-
habilitation unit between March 2016 and June 2017 were informed
about the study in writing and verbally, and invited to participate.
Inclusion criteria were: 1) First-ever or recurrent stroke<6 months
ago; 2) Functional Ambulation Categories (FAC)> 2; 3) able to stand
independently> 1min; 4) able to understand instructions and co-
operate with neuropsychological assessment; and 5) no other central
nervous system, orthopedic, and uncorrected visual/hearing impair-
ments. Patients who agreed to participate and signed informed consent
were scheduled for measurements.

The data described in this study come from two groups of patients.
First, we used baseline data from stroke patients who participated in a
RCT of Kal et al. (recruited March 2016–February 2017) [18]. These
data were used for the validation analyses only. The second group of
patients (February 2017–June 2017) performed measurements for the
purpose of both validity and reliability analyses. Inclusion of the second
group followed directly after the inclusion of the first group, with the
same inclusion criteria and measurement protocol. For this latter group,
the only difference in measurement protocol was that an extra SBT
assessment (T1) was planned one day after the initial assessment (T0).

2.1.1. Patient characteristics
We collected background characteristics from patients’ medical

files. Specifically, we collected general/demographic information,
stroke characteristics, comorbidities, mobility, cognition (attention),
executive function, and working memory. Also, we administered the
Conscious Motor Processing subscale of the Movement-Specific
Reinvestment Scale (MSRS-CMP) [19].

2.2. Baseline (T0) and retest (T1) measurement

At baseline, patients performed the SBT, the Berg Balance Scale and
posturography measurements. Patients who were included for the test-
retest reliability sample were scheduled for a retest (T1) during which
only the SBT was repeated with procedures identical to T0 (Fig. 2). We
aimed to perform T1 one day after T0, to minimize the influence of
patients’ recovery on their performance.

2.2.1. Stabilometer balance test
Patients performed the SBT on a custom-made stabilometer with a

surface of 75× 75 cm that could rotate to a maximum of 30° to either
side along an axis in the frontal plane (Fig. 1). Therefore, the task
specifically assessed mediolateral balance control, which is often im-
paired after stroke [20]. Patients were secured with a safety harness
and were instructed to stand as still as possible with their feet 11 cm
outside the board’s midline. Patients were instructed to only use the
handrail if they completely lost balance. The inclination angle of the
stabilometer was sampled by a potentiometer at 100 Hz. The rotational
stiffness of the stabilometer could be adjusted (0–220 Nm/rad) by
changing a set of bilateral preloaded springs (800 vs. 390 N/m springs),
by using either one or two parallel springs, or by altering their momentFig. 1. Experimental set-up of the Stabilometer Balance Test.
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arm.
The SBT procedure consisted of 16 trials of 30 s each. A 2-down-1-

up modified staircase procedure [16] was used to determine the
threshold rotational stiffness at which patients were just able to stay
balanced. Based on pilot-testing, we defined this as the stiffness at
which the root mean squared error (RMSE) of the board inclination was
smaller than 2.5° for at least 70% of trial duration [16,21]. Patients
performed one familiarization trial of 30 s (at 150 Nm/rad). The first
trial was always performed at a rotational stiffness of 150 Nm/rad. The
rotational stiffness on all other consecutive trials was determined by the
performance on the previous trial, using the criteria outlined in Table 1.
In case the patient was successful on two consecutive trials, the stiffness
was reduced with 50 Nm/rad. However, if a patient failed once, we
immediately increased the rotational stiffness with 40 Nm/rad. In ac-
cordance with Taylor and Creelman (1967) (16), these step sizes were
halved with every reversal (down to a minimum of −3.125 Nm/rad
and +2.5 Nm/rad). Also, step sizes were doubled in case of four con-
secutive successful or two consecutive failed trials (up to a maximum of
−50 and +40 Nm/rad). This procedure was followed for a fixed
number of 16 trials. Using non-linear regression, a line was then fitted
through the 16 data points obtained to establish the threshold rota-
tional stiffness at which the patient successfully managed to keep the
board’s deviation below 2.5° for 70% of the trial. This threshold stiff-
ness, so-called RStiff2.5, is the main outcome of the SBT. For detailed
description of the RStiff2.5 calculation see Appendix A.

Each patient performed two additional 30-second performance
trials on the stabilometer at their individually determined RStiff2.5.

The total test procedure resulted in three outcomes:

1) RStiff2.5: The minimum threshold rotational stiffness at which the
patient is able to keep the stabilometer’s inclination below 2.5° for

70% of the trial;
2) RMSE: The average RMSE (in degrees) during the performance trials

at RStiff2.5;
3) Percentage score: The average percentage of the duration of the

performance trials during which RMSE was<2.5° (corrected for

Fig. 2. Flowchart of patient inclusion.

Table 1
Criteria for evaluating success during stabilometer balance test.

Performance criteria for test sessions

% of trial duration
that board deviates
< 2.5 degrees

Number of times
patient grabbed
handrail for support

Outcome Next triala

> 70% 0 Success 1st time: Maintain
stiffness
2nd time in a row:
Reduce Stiffness

> 70% 1 or 2 Inconclusiveb Maintain
Stiffness

< 70% any number Failure Increase Stiffness
> 70% > 2c Failure Increase Stiffness

a The first trial was always performed at a rotational stiffness of 150 Nm/rad.
In case of success, the stiffness was reduced with 50 Nm/rad. In case of failure,
the stiffness was increased with 40 Nm/rad. These step sizes were halved with
every reversal (down to a minimum of −3.125 Nm/rad and +2.5 Nm/rad).

b If a patient scored “Inconclusive” on two consecutive trials, this counted as
a failure.

c When a patient grabbed the handrail more than twice, we multiplied the
number of times that patients grabbed the rail with −10%. This was subtracted
from the patient’s score (i.e., scoring 95% while grabbing the handrail 4 times
would result in a corrected score of 55%). Handrail support was scored online
by the experimenter.
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handrail support; Table 1).

2.2.2. Posturography
A force plate (P6000, BTS Bioengineering Corp., New York, USA)

recorded patients’ center of pressure (CoP) at a frequency of 800 Hz.
Patients were instructed to stand as still as possible for 30 s, with their
hands alongside their body and their feet 22 cm apart. CoP data were
low-pass filtered (cut-off frequency: 6 Hz) using a 2nd order bidirec-
tional Butterworth filter. The ‘absolute path length of CoP’ (CoP-Abs)
and ‘normalized path length of CoP’ (CoP-Norm) were determined for
the middle 24 s of the trial [12]. CoP-Abs quantifies the magnitude of
body sway while CoP-Norm is scale independent and quantifies the
amount of postural corrections. Longer sway path length and more
curviness are generally regarded to indicate worse balance performance
[22]. Therefore, these two measures reflect different, but com-
plementary aspects of balance performance [12].

2.2.3. Berg balance scale
The BBS measures different aspects of balance (e.g., sit-to-stand,

standing on one leg). It comprises 14 items which are scored on a five-
point ordinal scale. The BBS is validated for elderly and stroke patients
[11].

2.2.4. Movement-specific reinvestment scale – conscious motor processing
subscale (MSRS-CMP)

The MSRS-CMP quantifies one’s tendency to engage in conscious
motor control. It consists out of five items which are scored on a six-
point ordinal scale, ranging from ‘Strongly Disagree’ to ‘Strongly Agree’.
The test includes items like ‘I try to think about my movements when I
carry them out’ and ‘I try to figure out why my actions failed’ [19]. The
MSRS-CMP was collected as a descriptive measure since the level of
conscious motor control possibly influences the level of balance control
[23].

2.3. Statistical analysis

Statistical analysis was conducted using SPSS version 22 (IBM cor-
poration, New York, USA).

In case of missing data we planned to impute the median of the
respective variable(s), but only if the data were considered missing not
at random.

Validity was assessed in three ways. First, we assessed concurrent
validity. This was deemed to be satisfactory if RStiff2.5 was significantly
positively correlated with posturography measures and negatively
correlated to the BBS score. Second, divergent validity was tested.
Given that the resulting RStiff2.5 should be equally difficult for each
individual patient, their performance at this stiffness (i.e., mean RMSE)
should not significantly correlate with posturography, BBS or RStiff2.5.
Spearman correlations were used in all of these analyses, as variables
were non-parametric. Third, we used a one-sample t-test to assess
whether patients indeed achieved 70% scores within the performance
trials at their determined RStiff2.5 – an internal validity test. Floor and
ceiling effects were deemed to be absent if less than 15% of the patients
reached the minimum (0 Nm/rad) or maximum (220 Nm/rad) RStiff2.5

score [24]. For all validity analyses we used the results from T0 only.
Test-retest reliability of the outcomes RStiff2.5 and mean RMSE was

determined with an Intraclass Correlation Coefficient (ICC; 2-way
random, absolute agreement) [25]. These outcome measures were
deemed reliable when ICC≥ 0.75 [26]. An ANOVA was used to analyze
whether there was no significant difference between patients’ RStiff2.5

at T0 and T1. The MDC was calculated for RStiff2.5 and RMSE at in-
dividual and group level (95%CI) in the following way: SEM=SD ×

−ICC1 , MDCindividual = SEM × 1.96 × 2 and MDCgroup = SEM ×
1.96 × 2 / N [25,27].

3. Results

3.1. Recruitment/response

A total of eighty-eight patients were included (Fig. 2). Eighty-six
patients completed validity measurements, of which twenty-three per-
formed additional test-retest reliability measurements.

3.2. Sample characteristics

Detailed sample characteristics are presented in Table 2. Within the
validation sample (N=86), mean age was 60.9 years (± 10.5). Mean
time since stroke was 32.7 days (± 17.5). Mean BBS score was 47.6
(± 9.2). Within the reliability sample (N=23) mean age was 65.7

Table 2
Patient characteristics.

Characteristics Validation Sample
(N=86)

Reliability Sample
(N=23)

Male/female (n) 56 / 30 13 / 10
Age (y)a 60.9 ± 10.5 (30–82) 65.7 ± 8.6 (44–82)
Weight (kg)a 78.8 ± 14.5 (50–129) 73.7 ± 13.5 (50–104)
Height (cm) 175.5 ± 8.6 (155–193) 173.3 ± 7.8 (160–186)
Time since stroke (days)a 32.7 ± 17.5 (9–111) 38.1 ± 18.5 (17–83)
Time since admission

(days)a
17.3 ± 12.6 (3–71) 23.0 ± 16.3 (8–71)

Stroke type
Hemorrhagic (n, %) 22 (25.6%) 7 (30.4%)
Infarction (n, %) 64 (74.4%) 16 (69.6%)

Bamford Stroke Classification
TACS (n, %) 3 (3.5%) 0 (0.0%)
PACS (n, %) 38 (44.2%) 10 (43.5%)
POCS (n, %) 17 (19.8%) 4 (17.4%)
LACS (n, %) 28 (32.6%) 9 (39.1%)

Recurrent stroke (n, %) 12 (14.0%) 5 (21.7%)
Comorbidities (CCI)a 0.73 ± 0.94 (0–5) 0.96 ± 0.83 (0–3)
BBS Scorea 47.6 ± 9.2 (24–56) 47.6 ± 10.2 (24–56)
FAC Score
3 (n, %) 23 (26.7%) 5 (21.7%)
4 (n, %) 32 (37.2%) 7 (30.4%)
5 (n, %) 31 (36.0%) 11 (47.8%)

CoP-Abs (cm)a,c 42.82 ± 22.39
(12.43–15.74)

42.11 ± 21.82
(12.43–85.19)

CoP-Norma,c 98.96 ± 31.80
(38.70–69.38)

111.40 ± 31.10
(60.18–69.38)

Education level [30]b 5 ± 2 (2–7) 5 ± 2 (2–7)
Sustained Attention (D2)

[31]a
118.5 ± 43.0 (10–213) 115.2 ± 38.0 (41-175)

Working Memory
(DSST)a

44.0 ± 16.6 (1–78) 40.0 ± 12.8 (12–63)

Executive Function
(CTT)a

0.96 ± 0.52
(0.07–2.21)

1.01 ± 0.57 (0.19–2.21)

MSRS-CMPa [19] 20.8 ± 6.4 (6–30) 19.1 ± 6.9 (7–30)
Baseline Stabilometer Balance Test
RStiff2.5 (Nm)a 38.94 ± 29.44

(0.07–132.97)
27.63 ± 20.87
(0.07–73.27)

RMSE (degrees)a 2.13 ± 2.08
(0.00–10.54)

1.15 ± 1.03 (0.04–3.17)

Handrail supportb 1, 2.125 (0.0–5.5) 1, 2.5 (0.0–3.5)

Abbreviations: BBS=Berg Balance Scale; CCI=Charlson Comorbidities Index;
CoP-Abs=Absolute Path Length of Center of Pressure; CoP-
Norm=Normalized Path Length of Center of Pressure CTT=Color Trails Test;
DSST=Digit-Symbol Substitution Test; FAC=Functional Ambulation
Categories; LACS=Lacunar Stroke; MSRS-CMP=Movement Specific
Reinvestment Scale – Conscious Motor Processing subscale; PACS=Partial
Anterior Circulation Stroke; POCS=Posterior Circulation Stroke;
RMSE=Root Mean Squared Error; RStiff2.5=Rotational Stiffness of the bal-
ance board (stabilometer balance test outcome); TACS=Total Anterior
Circulation Stroke.

a Values presented as X ±SD (range).
b Values presented as median ± IQR (range).
c Missing values within Posturography measurements N=24.
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years (± 8.6). Mean time since stroke was 38.1 days (± 18.5). Mean
BBS score was 47.6 (± 10.2).

3.3. Missing data

Missing data was present in twenty-four of the posturography
measurements. This was caused by a temporary malfunctioning of the
force plate. Missing data occurred completely at random, and therefore
was not imputed.

3.4. Validity

The validity and reliability results are presented in Table 3. Mean
RStiff2.5 of the validation sample at baseline was 38.94Nm (± 29.44).
Since there was a significant correlation between RStiff2.5 and patients’
weight (r= 0.422, P < 0.001), all concurrent validity correlations
were corrected for weight. A significant correlation was found between
RStiff2.5 and the measurements CoP-Abs (r= 0.348 p=0.006) and BBS
(r=−0.559 p < 0.001), as hypothesized. The correlation between
RStiff2.5 and CoP-Norm was non-significant (r= 0.203 p= 0.117).
Within the analysis for divergent validity all analyses were non-sig-
nificant as hypothesized, except for the correlation between RMSE and
RStiff2.5 (r= 0.279 p=0.009). On average, patients could keep the
RMSE below 2.5° for 73.21% (± 28.61) of trial duration. This value did
not differ significantly from 70% (t= 1.040, df= 85, p=0.302). No
floor or ceiling effects were found.

3.5. Reliability

Nineteen participants performed T1 one day after T0, as planned.
Two participants performed T1 two days later, one participant per-
formed T1 five days later, and one participant seven days later
(medianT0-T1= 1, IQR=0, range=1–7). Mean RStiff2.5 for the relia-
bility sample was 27.63 Nm (±20.87) at baseline and 23.25 Nm
(±22.21) at retest (F= 2.135, df= 22, p=0.158). We found a high
ICC for the RStiff2.5 analysis (ICC=0.869, 95%CI=0.696–0.944),
However, the ICC of the RMSE was lower than hypothesized
(ICC= 0.281, 95%CI=−0.678 to 0.697). The MDC on individual and
group level was 21.49 Nm and 3.20 Nm for RStiff2.5, respectively. For
RMSE this was 3.70° and 0.55° at individual and group level respec-
tively.

4. Discussion

The aim of our study was to validate a stabilometer balance test
with an adaptive test procedure in order to couple measurement re-
liability and precision to clinical meaningfulness. Our results show that
the SBT is valid, reliable, and sufficiently precise to use in ambulatory
(FAC > 2) patients after stroke. These findings will be discussed
below.

4.1. Validity

Different aspects of validity were comprehensively assessed in a
relatively large patient sample. The moderate negative correlation be-
tween RStiff2.5 and the BBS and the moderate positive correlation be-
tween RStiff2.5 and CoP-Abs confirm that the RStiff2.5 quantifies a si-
milar, but not identical construct as other balance measures. The
correlation between RStiff2.5 and CoP-Norm did not reach significance,
contrary to our hypothesis. However, CoP-Norm also correlated poorly
with the BBS (r=−0.208, p=0.104) while the correlation between
BBS and CoP-Abs did yield a significant result (r=−0.314, p=0.013).
This suggests that the amount of postural corrections (i.e., CoP-Norm) is
more related to a patient’s balance strategy. The balance strategy that a
person uses might not necessarily determine the level of balance control
itself. However, it might affect the amount of postural activity needed
for balance control [28].

For divergent validity, we hypothesized that a patient’s RMSE score
would be independent from CoP-Abs, CoP-Norm, BBS, and RStiff2.5.
Three of these hypotheses were confirmed. The only anomaly was a
weak but significant correlation between RMSE and RStiff2.5

(r= 0.232, p=0.03). Participants with a higher RStiff2.5 score showed
a relatively high and more variable RMSE score (Fig. 3). This suggests
that participants with poorer balance control have more difficulty to
perform consistently at their threshold stiffness (RStiff2.5).

The internal validity was confirmed by the fact that patients’ mean
percentage score did not significantly differ from the 70% they are
supposed to score when tested on their individually determined
RStiff2.5. Also, floor and ceiling effects were absent. Overall, the validity
of the SBT is confirmed.

A relatively large amount of data (N=24) was missing for the
posturography measurements, due to a temporary malfunctioning force
plate. Despite these missing data, however, the number of successful
posturography measurements still exceeded our required sample size.
Missing data did not cause any added risk of bias because it occurred
completely at random. Therefore missing data was not imputed.

4.2. Reliability

The test retest reliability of the main outcome, RStiff2.5, was high.
However, the reliability of the RMSE score was lower than expected.
Therefore, the RMSE seems less reliable as a secondary outcome mea-
sure. This may be related to the fact that the RMSE reflects a patient’s

Table 3
validity and reliability measurements.

Measurement Value Hypothesis
confirmed

VALIDITY
Concurrent (r)
RStiff2.5 – CoP-Abs 0.348 (p= 0.006) YES
RStiff2.5 – CoP-Norm 0.203 (p= 0.117) NO
RStiff2.5 – BBS −0.559 (p < 0.001) YES

Divergent (r)
RMSE – CoP-Abs 0.174 (p= 0.176) YES
RMSE – CoP-Norm 0.081 (p= 0.531) YES
RMSE – BBS −0.077 (p= 0.482) YES
RMSE – RStiff2.5 0.232 (p= 0.032) NO

Internal
Percentage score X ±
sd)

73.21% (± 28.61)

Percentage score≈ 70%
(t-score, p-value)

1.040 (p= 0.302) YES

Number of minimal
scores (N, %)

0 (0%) YES

Number of maximal
scores (N, %)

0 (0%) YES

RELIABILITY
Test - Retest

RStiff2.5 (ICC) 0.869 (95%CI= 0.696–0.944) YES
RMSE (ICC) 0.281 (95%CI=−0.678–0.697) NO
RStiff2.5 (ANOVA, F) 2.135 (p= 0.158) YES
MEASUREMENT ERROR
Standard Error of the Mean

RStiff2.5 (Nm) 7.754
RMSE (Nm) 1.336
Minimal Detectable Change

RStiff2.5 (individual) (Nm) 21.494
RStiff2.5 (group) (Nm) 3.204
RMSE (individual) (Nm) 3.704
RMSE (group) (Nm) 0.552

Abbreviations: BBS=Berg Balance Scale, CoP-Abs=Absolute Path Length of
Center Of Pressure, CoP-Norm=Normalized Path Length of Center Of Pressure;
ICC= Intraclass Correlation Coefficient; RStiff2.5=Rotational Stiffness of the
balance board (stabilometer balance test outcome); RMSE=Root Mean Square
Error.
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performance at the threshold difficulty level at which he or she can just
stay balanced. In those conditions, variance in performance between
trials may be inevitable.

4.3. Measurement error

At group level the MDC of RStiff2.5 and RMSE are small (i.e., 3.2 and
0.6, respectively). At individual level the MDC appears sufficient to
detect relevant changes in RStiff2.5 (21.5), but not in RMSE (3.7). The
SBT seems at least as sensitive as the BBS, which is commonly used in
clinical practice. To illustrate this, we analyzed how many of the 51
patients who completed the 3-week training intervention in the study
by Kal et al. [18] achieved improvements in RStiff2.5 and BBS that ex-
ceeded the respective MDCs of these measures. This was the case for
twenty-four patients (47%) for the RStiff2.5 measure, compared to 17
patients for the BBS (35%). This shows that the SBT is suitable for use in
clinical practice with ambulatory (FAC > 2) stroke patients. None-
theless, the MDC at individual level was larger than anticipated. A
possible explanation for this is the increased inconsistency in perfor-
mance in patients with less balance control (Fig. 3). Potentially, in-
creasing the number of iterations of the staircase procedure might im-
prove this.

4.4. Implications for clinical practice

The SBT is valid and reliable with sufficient sensitivity at individual
level and group level. In ambulatory stroke patients (FAC > 2) the SBT
does not suffer from floor or ceiling effects that are commonly found in
other balance control assessments [13]. An advantage of the SBT is that
it is performed on stabilometers, which are frequently used in clinical
balance training and are relatively low-cost when compared to balance
assessments preferred for research purposes. The SBT offers a new ap-
proach in balance assessments, in which task difficulty is continuously
adapted to the capacity of individual patients. This is especially re-
levant for stroke patients, whose balance capacity can vary sub-
stantially from patient to patient, but also can improve rapidly from one
day to the next (especially early in recovery). The primary outcome
(RStiff2.5) is easy to interpret and provides a direct insight to patients’
capacity. There is no previous research to our knowledge that used the
modified staircase procedure for balance testing or other motor skills.
We found only one validated balance assessment that used a

stabilometer, but this assessment did not use adjustable task difficulty
nor an adaptive test protocol [29]. The SBT primarily quantifies (dy-
namic) mediolateral standing balance control. This differs from current
clinically preferred assessments like the BBS, which aim to quantify
general functional balance control. The SBT may complement these
clinical assessments in several ways. For one, it gives a precise estimate
for mediolateral balance control, and is thus well-suited for assessment
of patients who have particular problems with this aspect of balance
performance. Second, the SBT is tailored to the individual patient and
does not suffer from ceiling or floor effects, unlike most clinical balance
assessments. This makes it a suitable test to track changes in balance
performance over time. Although the SBT correlates significantly with
measures for general functional balance control (BBS), generalizability
might be limited in populations with balance impairments that are not
as strongly related to medio-lateral balance control as stroke patients.
Therefore, cross-validation of the SBT in other patient populations
would be of additional value. Future research may use a similar ap-
proach to develop and validate assessments for other aspects of balance,
which can be combined into a core-set for general functional balance.
The modified staircase procedure used in this study might be a valuable
method for other motor skill assessments since it aims to provide a
measure that is tailored to the individual capacity of the patient.

4.5. Conclusion

Our study shows that the SBT provides a valid, reliable, and precise
balance measure which is applicable in measurements both at in-
dividual level and group level. Future research should focus on further
improvement of the sensitivity to change on individual level and on the
clinical utility of the SBT, possibly by increasing the number of test,
performance and/or familiarization trials. Furthermore, research
should study the feasibility to use RStiff2.5 as a benchmark for balance
training.
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Appendix A

Non-linear regression to determine threshold rotational stiffness

Non-linear regression was used to model the relation between the board’s rotational stiffness (Rst) and balance performance P (i.e., % trial
duration for which board deviations< 2.5°; Eq. (A1)). We used the solver add-in functions of Microsoft Excel (Generalized Reduced Gradient
Nonlinear method; convergence=0.000001, central differencing, multistart) to determine which coefficient values would result in optimal model
fit (i.e., minimal sum of squares).1 The resulting coefficients were used to determine the threshold Rst for which P would be 70% (Eq. (A2)). A typical

Fig. 3. Bland-Altman plot of T0 and T1 RStiff2.5 and RMSE scores. Abbreviations: RMSE=Root Mean Squared Error; RStiff2.5=Rotational Stiffness of the balance
board (stabilometer balance test outcome).

1 D.C. Harris, Nonlinear least-squares curve fitting with Microsoft Excel Solver, J Chem Educ. 75 (1998) 119.
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example is presented in Fig. A1.

P=C+A(1− ek X Rst) (A1)

=

( )
Threshold Rst

ln

-k

70-C-A
-A

(A2)

NB: P= trial duration (%) for which board deviations< 2.5°; C = intercept (0%≤ C≤ 100%); A=horizontal asymptote (0%≤A≤ 100%);
Rst = rotational stiffness (Nm/rad); k= non-linear constant that describes how P changes for each 1Nm/rad change in Rst; NB: For Eq. (A2), P is set
at 70%.

In this example, one patient’s performance (P; % of trial duration where board deviations where below 2.5°) is plotted against the board’s
rotational stiffness (Nm/rad) for each of the sixteen trials performed (dark grey diamonds). The light grey line shows the best-fitting non-linear
regression line (C= 0, A=100, k=0.04241). The large white circle highlights the threshold rotational stiffness as estimated with Eq. (A2)

−

− −

−

ln ( )

0.04241

70 0 100
100 28.39 Nm/Rad.
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