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ABSTRACT
Background: Previous studies indicated the importance of the intrinsic left
ventricular (LV) electrical delay (“QLV”) for optimal benefit to cardiac
resynchronization therapy (CRT). We investigated the use of QLV for achieving
optimal acute hemodynamic response to CRT with a quadripolar LV lead.
Methods and results: Forty‐eight heart failure patients with a left bundle branch
block were prospectively enrolled (31 male, age: 66±10 years, LV ejection
fraction: 28±8%, QRS duration: 176±14ms). Immediately after CRT implantation,
invasive LV pressure‐volume loops were recorded during biventricular pacing
with each separate electrode at four atrioventricular delays. Acute CRT
response, measured as change in stroke work (Δ%SW) compared to intrinsic
conduction, was related to intrinsic interval between Q on the electrocardiogram
and LV sensing delay (QLV), normalized for QRS duration (QLV/QRSd), and
electrode position. QLV/QRSd was 84±9% and variation between the four
electrodes 9±5%. Δ%SW was 89±64% and varied by 39±36% between the
electrodes. In univariate analysis, an anterolateral or lateral electrode position
and a high QLV/QRSd had a significant association with a large Δ%SW (all
p<0.01). In a combined model, only QLV/QRSd remained significantly associated
with Δ%SW (p<0.05). However, a direct relation between QLV/QRSd and Δ%SW
was only seen in 24 patients, while 24 patients showed an inverse relation.
Conclusions: The large variation in acute hemodynamic response indicates that
the choice of the stimulated electrode on a quadripolar lead is important.
Although QLV/QRSd was associated with acute hemodynamic response at group
level, it cannot be used to select the optimal electrode in the individual patient.
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INTRODUCTION
Cardiac resynchronization therapy (CRT) is a proven therapy for patients with
heart failure and left ventricular (LV) conduction disorder, according to most
recent international guidelines.(1) CRT improves prognosis, reduces mortality
and morbidity, and induces reverse remodeling through electromechanical
resynchronization.(2,3) Unfortunately, a substantial number of eligible patients
(i.e. around 30‐40%) show no significant response to CRT.(4) An important cause
of poor CRT response is a suboptimal placed LV lead.(5) A suboptimal placed LV
lead may hamper successful resynchronization, as the distally wedged pacing
electrodes may be close to an infarcted region or remote from the
electromechanical ‘hotspot’.(6) In order to reach this ‘hotspot’, quadripolar LV
leads may be of beneficial use.(7) As the tip of a quadripolar lead is often wedged
in a tributary of the coronary sinus, its electrodes will span a range from apical
to basal regions of the LV wall.(8) Despite several studies on quadripolar
leads,(9,10)the exact benefit of the additional pacing sites on LV function
remains relatively unknown.(8) Most studies only compared the benefit of the
proximal electrodes to the distal electrode.(9,10) These studies were small, used
non‐invasive techniques to measure acute hemodynamic response with low
signal to noise ratios, or a fixed atrioventricular (AV) delay.(8) Moreover, non‐
invasive methods to select the optimal electrode of a quadripolar LV lead are
lacking. Potential optimization methods are parameters of electrical delay
derived from the ECG and/or intracardiac electrogram. The QLV interval is one
of these electrical delays, defined by the delay between ‘Q’ on the surface ECG
and local LV depolarization on the intracardiac electrogram at a given LV pacing
site (figure 1).(11) The QLV may be normalized using the intrinsic QRS duration
(QLV/QRSd).(12) A few studies reported that an apical and/or anterior LV lead
position may be suboptimal for CRT response, while electrodes placed basal or
mid‐ventricular in a lateral position yield more favorable response.(13,14)
However, these studies compared bipolar LV leads in different patients, without
taking interpatient variability in consideration.
The hypothesis of this study is that biventricular pacing at a site with largest
QLV/QRSd ratio provides the largest acute hemodynamic response. Therefore,
the aim of the study was to associate the acute hemodynamic response of each
electrode of the quadripolar LV lead was measured by invasive pressure‐volume
loops (PV‐loops) with electrical and anatomical parameters.
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Figure 1: Method to determine the optimal pacing site of CRT with a quadripolar LV lead. The
acute hemodynamic response is determined by calculating the increase in stroke work
(Δ%SW) of pressure‐volume (PV) loops of four atrioventricular (AV) delays and four electrodes
compared to loops during right atrial pacing with intrinsic conduction (grey PV‐loops). PV‐
loops of D1 (red) and M2 (green) are displayed in the upper right corner. For each tested AV‐
delay and electrode, Δ%SW is plotted in the left panel. Delays are determined between Q on
the surface ECG (V1) and local LV depolarization at the electrodes of the quadripolar lead
(QLV) (middle lower panel). The QLV/QRSd ratio is plotted against Δ%SW of each electrode at
the optimal AV‐delay, and a trendline is fitted. Electrode colors: D1: red, M2: green, M3: blue,
P4: purple.

METHODS
Patient cohort
The observational OPTICARE‐QLV study, was performed between 2014 and 2017
in three university medical center (University Medical Center Utrecht, Utrecht;
VU University Medical Center, Amsterdam; and Maastricht University Medical
Center, Maastricht; all in the Netherlands). A total of 51 consecutive patients
planned for CRT implantation were included, with moderate to severe heart
failure (i.e. NYHA class II or III), LV ejection fraction ≤35%, optimal
pharmacological therapy, sinus rhythm, and a left bundle branch block (LBBB)
according to Strauss criteria.(15) Exclusion criteria were severe aortic valve
stenosis, mechanical aortic valve replacement, and the presence of LV thrombus.
All subjects gave written informed consent. The study was performed according
to the Declaration of Helsinki and in agreement with the local medical ethics
committees. As the data of this study is also used for future publications, the
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data, analytic methods, and study materials will not be made available to other
researchers for purposes of reproducing the results or replicating the procedure.
CRT implantation
All patients underwent electrocardiographic (ECG), echocardiographic
examination and cardiac magnetic resonance imaging (CMR) prior to device
implantation. CMR (or echocardiography) derived LV volumes were used to
calibrate the conductance catheter‐derived baseline volumes. CRT implantation
was performed under local anesthesia. RV and right atrial (RA) leads were placed
transvenously at conventional positions. The quadripolar LV lead (Quartet
1458Q, St. Jude Medical, Saint Paul, Minnesota, United States) was placed in one
of the coronary veins overlying the LV free wall. A site in the lateral, antero‐ or
posterolateral position was preferred. After electrophysiological measurements,
the three leads were connected to a St. Jude Medical CRT‐device.
Electrophysiological measurements
Electrophysiological (EP) measurements were performed using an on‐site
dedicated EP system. EP system settings of the three participating centers were
matched to study protocols. The EP system was used to record simultaneous
registrations of the twelve‐lead surface ECG and the three implanted leads.
Delays of specific pacing modalities were recorded and delays between pacing
artefacts and local depolarization at the leads were measured. For each
electrode (i.e. D1, M2, M3, and P4), QLV was defined as the intrinsic conduction
time from first Q on the surface ECG to local LV depolarization at the electrode
of the quadripolar LV lead (QLV) (figure 1). The ratio between QLV and the
intrinsic QRS duration was also calculated for each electrode (QLV/QRSd). We
used QLV/QRSd to uniform results on conduction delay between patients. Next,
RA pacing to RV sensing interval (RAp‐RVs) was measured and used to calculate
the patient specific AV delays. The delay between RV pacing to LV sensing
interval (RVp‐LVs) was measured as a parameter of paced interventricular
conduction delay.
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Hemodynamic measurements
Directly after device implantation, a dedicated PV‐loop conductance catheter
(CD Leycom, Zoetermeer, The Netherlands) was inserted via the femoral artery
and placed in the LV cavity. PV‐loops were recorded for biventricular pacing with
each individual electrode of the quadripolar lead, in‐between baseline
recordings during intrinsic conduction. The LV electrode was used as a cathode
with the RV‐coil as anode, resulting in four different pacing vectors. Only
configurations without phrenic nerve stimulation close to the myocardial pacing
threshold were used. For each electrode, four AV‐delays were determined to
approximate 20%, 40%, 60% and 80% of the patient’s intrinsic AV conduction
time (RAp‐RVs interval). The interventricular delay was programmed to 40ms LV
first, as LV pacing 40ms before RV pacing is favorable in 80% of CRT patients.(16)
The order in which the electrodes were tested was varied between patients. To
keep heartrate constant, PV‐loops were recorded during atrial pacing, with a
frequency of 5‐10 bpm above intrinsic rhythm. Recordings lasted 60 beats per
pacing configuration, after excluding all inappropriate beats (i.e. extra systoles
with one preceding and two subsequent beats). PV‐loops during intrinsic
conduction (i.e. RA pacing) were recorded for 30 beats at the same heart rate.
The area of the PV‐loop was used to calculate stroke work (SW). To account for
baseline drift,(17) the effect of biventricular pacing was quantified as change in
SW, calculated as a %‐change (Δ%SW) compared to the mean of the two
adjoining baseline measurements. For each electrode, a parabolic curve was
fitted to change in Δ%SW obtained from the four AV delays (figure 1). The
highest value of each parabolic curve was noted as the optimal change in Δ%SW
and corresponding AV‐delay for the specific electrode.
Lead position
After lead placement, fluoroscopy images were made in the left anterior oblique
(LAO) 40° and in the in the right anterior oblique (RAO) 30° view to determine
the specific position of each quadripolar LV lead electrode in the longitudinal
direction (figure 2). On the RAO 30° view the distance between base of the LV
and each electrode was divided by the distance between base and apex, in order
to obtain the RAO‐ratio (figure 2). The RAO‐ratio was divided in three even
groups, resulting in basal, mid, and apical positioned electrodes. For the LAO 40°
view, the ventricle was divided in five equally sized regions overlying the LV free
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wall in the circumferential direction (i.e. anterior, anterolateral, lateral,
posterolateral, and posterior).(7)

Figure 2: Anatomical position of the quadripolar LV lead electrodes. The quadripolar left
ventricular (LV) lead and electrode position are determined using fluoroscopy in two views. In
the circumferential direction, the left anterior oblique (LAO) 40° view was used to divide the
LV in an anterior (ANT), anterolateral (AL), lateral (LAT), posterolateral (PL), and posterior
segment (POS). In the longitudinal direction, the LV is divided in three evenly spaced segments
based on the right anterior oblique (RAO) 30° view: base, mid and apex. The most distal
electrode (D1) is red, the first mid electrode (M2) green, the second mid electrode (M3) blue
and the proximal electrode (P4) purple.

Statistical analysis
Statistical analysis was performed using SPSS statistics version 23 (IBM, Armonk,
New York, USA). Data is presented as mean ± standard deviation or median and
interquartile range, based on normality of data. Of certain parameters, the
variation between electrodes was calculated for each individual patient by
subtracting the lowest value from the highest value. The average variation and
standard deviation of the entire cohort were calculated with these values. To
account for repeated measurements, differences in observed parameters
between electrodes were compared in generalized estimated equation (GEE),
with pairwise comparison. GEE’s were also used to assess the value of expected
predictors (i.e. electrode position in longitudinal and circumferential direction,
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RVp‐LVs, QLV and QLV/QRSd ratio) of change in Δ%SW on a group level. All
parameters were tested separately, while both parameters on anatomical
position were combined, after which each parameter with p<0.10 was
incorporated in a combined model. In case of significance of QLV and QLV/QRSd,
a single parameter was chosen based on the highest beta coefficient and p‐value.
The relation between hemodynamic response (Δ%SW) and QLV/QRSd of all four
electrodes was calculated for each patient. A line was fitted to the four data
points, of which the coefficient of determination and slope were noted (figure
1). Patients were divided in two groups based on the slope: patients with a
positive slope and a negative slope. The average slope of all patients reflects the
relation between QLV/QRSd and change in Δ%SW. The two groups were
compared on baseline parameters using an independent T‐test or Mann Whitney
U test. A Chi‐square test was used for categorical variables. A p‐value below 0.05
was considered significant for the GEE in table 3. Due to the large number of
comparisons, a p‐value below 0.01 was considered significant for all remaining
tests.

RESULTS
Fifty‐one patients were included prospectively in the study, of which three were
excluded from the analysis due to unreliable baseline PV‐loops. Twenty‐six
patients were included in the University Medical Center Utrecht, sixteen in the
VU University Medical Center and six in het Maastricht University Medical
Center. Unacceptably high pacing thresholds precluded using electrode M2 in
three patients, and electrode P4 in three other patients. Values in the remaining
48 patients and 186 electrodes were as follows: QLV: 140.2±19.7ms, QLV/QRSd:
79.9±9.2%, RVp‐LVs: 146.4±23.0ms (table 1).
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Table 1. Baseline characteristics
Parameter

Total cohort
(n=48)

Direct relation
QLV/QRSd‐%SW
(n=24)
66.2 ± 10.2
17 (71%)
7 (29%)

Inverse relation
QLV/QRSd‐%SW
(n=24)
65.7 ± 8.8
14 (58%)
10 (42%)

p‐value

Age (years)
65.9 ± 9.5
0.845
Sex (n, % of male)
31 (65%)
0.547
Type of cardiomyopathy (n, %
13 (27%)
0.547
of ICM)
NYHA‐class (n, %)
II
33 (69%)
16 (67%)
17 (71%)
1.000
III
15 (31%)
8 (33%)
7 (29%)
PR duration (ms)
182.8 ± 31.3
186.6 ± 33.7
179 ± 28.8
0.403
QRS duration (ms)
175.6 ± 13.6
174.2 ± 12.6
176.9 ± 14.6
0.504
Mean QLV (ms)
140.2 ± 19.7
134.2 ± 21.8
146.3 ± 15.5
0.032
Mean QLV/QRSd (%)
79.9 ± 9.2
77.1 ± 11.5
82.7 ± 4.9
0.034
QLV/QRSd variation (%)
8.8 ± 4.7
8.0 ± 3.8
9.6 ± 5.5
0.227
Mean RVp‐LVs (ms)
146.4 ± 23.0
145.2 ± 28.2
147.6 ± 17.2
0.726
LV EDV (ml)
210.8 ± 66.0
233.6 ± 69.9
188.1 ± 54.1
0.015
LV ESV (ml)
154.3 ± 61.4
174.9 ± 66.6
133.7 ± 48.9
0.018
LV EF (%)
28.5 ± 8.4
26.3 ± 6.7
30.4 ± 8.8
0.067
LV EDD (mm)
61.6 ± 7.5
63.0 ± 8.7
60.2 ± 6.1
0.206
Creatinine
90.1 ± 22.7
92.8 ± 24.1
86.3 ± 21.6
0.336
Log BNP
1.89 ± 0.54
2.03 ± 0.59
1.76 ± 0.48
0.125
Medication (n, %)
ACE‐inhibitor or ATII‐
antagonist
47 (98%)
24 (100%)
23 (96%)
1.000
Beta‐blocker
42 (88%)
22 (92%)
20 (83%)
0.724
Diuretic
32 (67%)
16 (67%)
16 (67%)
1.000
Aldosterone‐antagonist
29 (60%)
11 (46%)
18 (75%)
0.075
0.135
Anticoagulant
30 (63%)
12 (50%)
18 (75%)
Comorbidities (n, %)
Hypertension
17 (71%)
5 (21%)
12 (50%)
0.069
Renal failure
4 (17%)
1 (4%)
3 (13%)
0.609
Circumferential electrode
position (n, %)
Anterior
0
0
0
Anterolateral
31 (17%)
18 (20%)
13 (14%)
Lateral
108 (58%)
44 (45%)
64 (68%)
Posterolateral
44 (24%)
27 (29%)
17 (18%)
0.021
Posterior
3 (2%)
3 (3%)
0
Longitudinal electrode position
(n, %)
Basal
60 (32%)
28 (30%)
32 (34%)
Mid
101 (54%)
46 (50%)
55 (59%)
0.053
Apical
25 (13%)
18 (20%)
7 (7%)
Direct relation: patients with a direct relation between QLV/QRSd and change in stroke work (Δ%SW).
Inverted relation: patients with an inverse relation between QLV/QRSd and Δ%SW. ACE: angiotensin
converter enzyme, ATII: angiotensin receptor II, EDD: end‐diastolic diameter, EDV: end‐diastolic
volume, ESV: end‐systolic volume, ICM: ischemic cardiomyopathy, LV: left ventricular, LVEF: left
ventricular ejection fraction, MI: myocardial infarction, n: number, NYHA‐class: New York Heart
Association functional class, QLV: Q to LV sensing delay, QLV/QRSd: ratio of QLV and QRS duration
ratio.
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In the longitudinal direction, distal electrodes (i.e. D1 and M2) were more often
positioned apical, while the position of proximal electrodes (i.e. M3 and P4) was
more often basal (table 2). In the LAO view, there were no significant differences
in positioning of the electrodes. Overall, most electrodes were positioned in a
lateral segment (n=108; 58%). There was no apparent resemblance between the
bullseye of QLV/QRSd and acute hemodynamic response (figure 3).

Figure 3: Anatomical representation of electrode position, electrical delay and hemodynamic
response. The bullseye in the upper left corner displays the anatomical position of the 192
electrodes divided in 15 segments. The average and standard deviation of the QLV/QRSd of
each segment are displayed in the upper right corner. Average acute hemodynamic response
in percentage increase in stroke work and dP/dtmax of each segment are displayed in the lower
two bullseyes. The one basal anterior electrode had no capture and therefore no
hemodynamic values. *: values represent only 1 or 2 electrodes.
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Large differences in QLV/QRSd were primarily seen in the anterolateral
positioned electrodes, with higher values in the basal segment compared to the
apical segment. Δ%SW showed lower values in posterolateral and posterior
positioned electrodes, while Δ%dP/dtmax was lowest in the posterior positioned
electrodes. On average, QLV/QRSd of the distal electrode (D1) was significantly
lower compared to the other three electrodes, although the variation between
the electrodes was only 8.8±4.7% (table 2).
Table 2. Electrode characteristics
Parameters (n=48)
Longitudinal position
(n, %)
Basal
Mid
Apical
Circumferential
position (n, %)
Anterior
Anterolateral
Lateral
Posterolateral
Posterior
Pacing threshold (V)
PNS threshold (V)
QLV (ms)
QLV/QRSd (%)
RVp‐LVs (ms)
Δ%SW (%)
Δ%dP/dtmax (%)

D1 (n=48)

M2 (n=45)

M3 (n=48)

P4 (n=45)

p‐value

0 (0%)
34 (71%)
14 (29%)

5 (10%)
34 (71%)
6 (13%)

22 (46%)
34 (48%)
3 (6%)

33 (73%)
10 (21%)
2 (4%)

<0.001

0
4 (8%)
27 (56%)
17 (35%)
0

0
7 (16%)
30 (67%)
7 (16%)
1 (2%)

0
8 (17%)
28 (58%)
11 (23%)
1 (2%)

0
12 (25%)
23 (51%)
9 (20%)
1 (2%)

0.270

0.7 (0.3‐1.8)
10.0 (2.0‐
10.0)†
135.5 ± 19.2*
77.1 ± 8.7*
131.8 ± 23.7*
67.4 ± 55.0
13.5 ± 8.8

0.7 (0.4‐2.2)
10.0 (1.5‐10.0)

0.6 (0.4‐1.8)
10.0 (2.9‐10)

<0.001
0.002

142.1 ± 20.2
80.6 ± 9.7
144.9 ± 23.9*
74.4 ± 55.4
13.5 ± 9.5

141.9 ± 21.1
80.8 ± 10.0
151.3 ± 23.8*
70.9 ± 64.4
12.7 ± 9.3

1.8 (0.5‐5.2)*
10.0 (7.0 –
10.0)†
144.3 ± 20.0
82.1 ± 9.8
158.1 ± 24.5*
63.1 ± 63.2
13.3 ± 10.6

<0.001
<0.001
<0.001
0.011
0.255

Mean and standard deviation with ± symbol, median and interquartile range between
brackets. Phrenic nerve stimulation (PNS) thresholds were measured to a maximum of 10V.
RVp‐LVs: right ventricular pacing and left ventricular sensing interval. For other abbreviations,
see table 1. *: p<0.001 compared to all other electrodes. †: p<0.01 between indicated
electrodes.
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RVp‐LVs delay showed larger and significant differences between all electrodes
(RVp‐LVs variation: 27.8±13.2ms), with lowest values for the distal electrode,
increasing towards the proximal electrode. The pacing threshold of electrode P4
was often higher, while phrenic nerve stimulation occurred less using this
electrode. Despite these differences in electrical properties of the electrodes, no
electrode consistently provided the largest increase in Δ%SW (D1 in 17 (35%),
M2 in 10 (21%), M3 in 6 (13%) and P4 in 15 (31%) patients). The mean acute
hemodynamic response of biventricular pacing was 68.9±59.3 for Δ%SW and
13.3±9.5 for Δ%dP/dtmax. The variation in Δ%SW had a large distribution between
patients (figure 4), mean variation Δ%SW between the electrodes of a
quadripolar lead was 38.8±36.4%, while Δ%dP/dtmax had a variation of 4.9±2.9%
(supplementary figure 1).

Figure 4: Change in stroke work per patient. Smallest, largest and median %‐change in stroke
work (Δ%SW) per patient. The red dashes depict the median, upper and lower bars the
smallest and largest value obtained with one of the four electrodes of the quadripolar LV lead.
Patients are ranked in the same order as figure 5; on the slope and direction of the R2.

Can We Use QLV for Device Optimization in CRT with Quadripolar Leads?

Results at group level
Biventricular pacing with the electrode of maximal QLV or QLV/QRSd tended to
result towards a smaller increase of Δ%SW compared to selecting the electrode
with highest achievable Δ%SW (67.8±51.2 vs. 88.7±63.8 %SW, p=0.05). The
difference between biventricular pacing with the electrode with highest RVp‐
LVs, was significant compared to the highest achievable Δ%SW (67.8±51.2 vs.
88.7±63.8 %SW, p<0.001). A significant association between %SW and
QLV/QRSd was observed at group level (table 3). This analysis showed that with
each percent increase in QLV/QRSd, Δ%SW increased with 0.9% in a single
variable model and 0.8% in a combined model. A combined GEE model of
anatomical position also showed a significant association between electrode
position in the circumferential direction and Δ%SW change. Electrodes in the
anterolateral or lateral position were associated with ~10% higher Δ%SW values
compared to posterior and posterolateral positioned electrodes (p<0.05 for both
comparisons). There was no association between change in Δ%SW and electrode
position in a longitudinal direction or RVp‐LVs. A combined GEE model of
QLV/QRSd and electrode position in the circumferential direction showed a
significant association of QLV/QRSd with change in Δ%SW, but no significant
association of the electrode position.
Results for the individual patient
Despite the significant relation between QLV/QRSd and Δ%SW at the group level
described above, there was considerable heterogeneity in this relation in
individual patients. The association between Δ%SW and QLV/QRSd had a direct
relation (i.e. positive slope) for 24 patients but an inverse relation (i.e. negative
slope) for the remaining 24 patients (figure 5).
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Table 3. Prediction of change in %‐change in stroke work
Single variable models (GEE) – electrical delays
B
SE (95% CI)
QLV
0.579
0.193 (0.202‐0.956)
QLV/QRSd
0.934
0.332 (0.283‐1.586)
RVp‐LVs
0.076
0.245 (‐0.404‐0.556)
Combined model (GEE) – anatomical position
Longitudinal position
Basal
‐0.226
8.755 (‐17.386‐16.935)
Mid
4.157
7.109 (‐9.776‐18.090)
Apical
0*
.
Circumferential position
Anterolateral
11.619
5.682 (0.483‐22.755)
Lateral
9.068
4.543 (0.226‐17.909)
Posterolateral or
0*
.
posterior
Combined model (GEE) – significant predictors
B
SE (95% CI)
QLV/QRSd
0.809
0.351 (0.121‐1.497)
Circumferential position
Anterolateral
4.527
5.704 (‐6.651‐15.706)
4.916
4.520 (‐3.944‐13.776)
Lateral
Posterolateral or
0*
.
posterior

p‐value
0.003
0.005
0.756

0.979
0.559
.
0.041
0.044
.

p‐value
0.021
0.427
0.227
.

Single variable models show the results of the generalized estimated equation (GEE) of each
parameter. The parameters with p‐values <0.10 were combined in a final model (i.e. GEE). The
categories posterolateral and posterior were combined, as there were only three electrodes
positioned posterior. B: beta‐coefficient. SE: standard error, CI: confidence interval. For other
abbreviations: see table 1. *: set to zero because the parameter is redundant.
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Figure 5: Distribution of the slope and coefficient of determination for Δ%SW and QLV/QRSd.
The slope direction multiplied by the coefficient of determination (R2) of the trendline fitted
to QLV/QRSd and Δ%SW for each patient. Values are arranged from lowest to highest value.
There are 24 patients with a direct relation (positive slope) and 24 with an invert relation
(negative slope). Examples of a direct relation (upper right panel) and an inverse relation
(lower right panel) are shown on the right.

The R2 tended to be higher in patients with a direct relation (0.570±0.319), while
it was lower for the patients with an inverse relation (0.377±0.320, p=0.05).
These poorer correlations in case of an inverse relation may be explained by the
smaller variation in Δ%SW in the patients with inverse versus those with a direct
relation (26.8±20.0 vs. 50.8±44.7 Δ%SW, p=0.02 (figure 4)). However mean
Δ%SW did not differ between patients with a direct (67.8Δ%SW) or inverse
relation (70.6Δ%SW, p=0.87). Comparing baseline characteristics of patients
with a direct and inverse QLV/QRSd‐Δ%SW relation revealed no significant
differences (table 1). However, QLV and QLV/QRSd values tended to be lower,
while LV end‐diastolic and end‐systolic volumes tended to be larger for patients
with a direct relation. Accordingly, LV ejection fraction tended to be lower in
patients with a direct QLV/QRSd‐%SW relation. There tended to be more
electrodes positioned in a posterolateral or posterior position in patients with a
direct relation, while there was a trend towards more apically positioned
electrodes in patients with an inverse QLV/QRSd‐%SW relation.
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DISCUSSION
The present study showed a statistically significant relation between intrinsic
ventricular conduction time (QLV/QRSd) and acute hemodynamic response
(Δ%SW) at group level. However, only half of the patients showed a direct
relation between QLV/QRSd and Δ%SW, while the other half had an inverse
relation. Therefore, QLV or QLV/QRSd may not predict the electrode of a
quadripolar LV lead that provides the largest hemodynamic response at the
individual level. There was also no association between the paced
interventricular conduction time (RVp‐LVs) and Δ%SW. Nevertheless, anatomical
position did reveal favorable sites for LV pacing, namely in the anterolateral or
lateral position. Moreover, optimization of CRT with a quadripolar LV lead is
important, as there was a large intra‐individual variation in the acute
hemodynamic response of the four electrodes.
The optimal pacing site
Our results indicate a discrepancy between the optimal pacing site for the entire
cohort and for the individual patient. While a longer QLV was significantly
associated with a better hemodynamic response at group level, the relation
between QLV and response ranged from strongly positive to inverse between
individual patients. This discrepancy may be explained by several factors. Most
leads were positioned in an area of pronounced delayed activation, with high
QLV/QRSd values. Also, the variation in QLV between the four electrodes was
relatively small. In animal studies it has been shown that, especially in a model
of non‐ischemic heart failure, there is a large region within the LV wall that, when
paced, provides a significant hemodynamic effect.(18) Therefore QLV/QRSd
seems not predictive for the hemodynamic response within late activated areas,
especially since some measurement variability has to be taken into account. In
line with this idea is the observation that, patients with a direct relation tended
to have lower QLV/QRSd values, potentially caused by suboptimally placed LV
leads. This may imply that suboptimally placed leads may benefit more from
selection of the pacing site with highest change in Δ%SW. The weak but
significant association between QLV/QRSd and acute hemodynamic response on
group level is of interest. The association indicates that pacing in a region with
prolonged QLV/QRSd benefits acute hemodynamic response. However, it does
not imply that increase in QLV/QRSd will automatically lead to an increase in
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stroke work in each patient. In contrast to our results, Zanon et al. found a strong
direct relation between QLV and hemodynamic response, which was apparent
in each patient.(19) However, there are four main differences between their
study and ours. Firstly, we used stroke work instead of dP/dtmax. While dP/dtmax
is limited to pressure changes in the isovolumetric contraction phase, stroke
work incorporates pressure and volume changes of the entire cardiac cycle.(20)
Secondly, we only included patients with LBBB, as opposed to including also
patients with intraventricular conduction delay and right bundle branch
block.(19) The latter had lower QLV values and a less favorable substrate for CRT
response. Thirdly, we optimized the AV delay at each pacing configuration and
programmed the interventricular pacing delay to 40ms LV first. A study of our
own group showed that pacing the LV 40ms before the RV improved CRT
response in 80% of all patients.(16) Fourth and perhaps most important, while
we only tested the four electrodes of a single quadripolar lead at a single target
vein, Zanon et al. tested up to eleven pacing sites per patient in multiple cardiac
veins, thereby including suboptimal sites with a short QLV. Thereby a large range
of QLV values was obtained, larger than what is present in a single vein. The
correlation between QLV and acute hemodynamic response seems driven by the
shorter QLV values (<95ms), which are below the cut‐off value for CRT response
defined by Gold et al.(11) The lack of correlation between QLV/QRSd and
hemodynamic response in a single vein is in line with results from the iSPOT
study.(21) QLV and QLV/QRSd may therefore be suitable parameters for lead
placement in general, indicating the overall expected benefit, as it is a predictor
for acute hemodynamic and long‐term CRT response.(11,19) However, the QLV
or QLV/QRSd cannot be used for selection of the optimal electrode of a
quadripolar LV lead after lead placement in an already optimal area (i.e.
anterolateral or lateral).
It could be argued that the lack of a clear QLV‐Δ%SW relation is due to the fact
that not the delay during intrinsic activation, but that during RV pacing (a
component of biventricular pacing) matters. Since the location of latest activated
region often differs between RV pacing and LBBB activation,(22) we also
investigated the relation RVp‐LVs delay with Δ%SW. As the highest RVp‐LVs value
was frequently seen at the proximal electrodes, while the electrode with highest
change in acute hemodynamic response was heterogeneously distributed
between patients, RVp‐LVs is also not suitable for optimization. Therefore,
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optimization of the pacing location within a quadripolar lead seems more
complicated than merely selecting the latest activated site during LBBB or RV
pacing. A rather good effect is already achieved when pacing at a relatively late
activated region. An alternative hypothesis would be that the optimal LV pacing
site is located at a region with fast LV free wall depolarization.(23) Such regions
proved to be especially located at anterolateral or lateral sites, as has been
shown previously.(24,25) These regions may overlap with areas which are late
activated during intrinsic conduction, with prolonged QLV or QLV/QRSd.
However, the actual ‘hotspot’ may differ, as the sites with largest QLV/QRSd
values did not always produce the highest increase in Δ%SW.
Acute hemodynamic effect
The effect of CRT on increase in stroke work was relatively large, however the
findings are in line with results from earlier studies.(9;26) The relatively high
Δ%SW may be ascribed to patient selection (i.e. strict LBBB and relative low
percentage of patients with ischemic cardiomyopathy) and optimization of the
pacing configuration and AV delay, recruiting more of the potential substrate.
The inter‐individual difference in the benefit of CRT was large in our study
population, which is in line with recent findings.(21) Previous studies found more
variation in dP/dtmax between patients or between different veins than pacing
sites of a multipolar lead within a single vein.(21,27) However, our study showed
a large intra‐individual variation in Δ%SW change of the four electrodes.
Selecting the pacing site of a quadripolar lead is therefore important for acute
hemodynamic response in a subset of patients. Optimization of CRT with a
quadripolar LV lead using stroke work from PV‐loops, would result a favorable
long‐term response in most patients.(20) The 20% increase in Δ%SW cut‐off
value for response, defined by De Roest et al,(20) may result in nine (18%) non‐
responders for biventricular pacing with the distal electrode (i.e. conventional
CRT) compared to only four patients (8%) for biventricular pacing with the
optimal pacing configuration. Multi‐point pacing may result in an even greater
benefit,(28,29) which will be addressed in future work. QLV has also been
associated with reverse remodeling and volumetric response to CRT.(11) The
association of QLV/QRSd, SW and dP/dtmax with volumetric response in this
patient cohort is of interest and will be investigated.
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Clinical application
Lead positioning is important for CRT response, as anterolateral and lateral
positions resulted in relatively better response compared to posterolateral and
posterior positions. The LV lead may preferable be placed in such a region,
accompanied by considerable electrical delay, seen in high QLV/QRSd values.
However, as QLV/QRSd (or RVp‐LVs) is not capable of predicting the optimal
electrode of a quadripolar lead after lead positioning in each individual patient,
it should not be used for this purpose. The QLV/QRSd may therefore be used to
select a vein for quadripolar LV lead placement, after which optimization of the
pacing electrode should be dependent on functional assessment of CRT
response. As not all clinicians have access to PV‐loop measurements, future
studies on alternative and preferably non‐invasive methods to optimize CRT
response are of interest.
Limitations
Although the sample size is relatively large for an invasive study and conducted
in multiple centers, it is limited by the number of patients included. The strict
inclusion criteria also reduced the number of eligible patients and prolonged the
time period of inclusion. Three patients with underestimation of baseline
function were excluded, as they showed PV‐loops with crossing lines. Some of
the patients that were included in the final analysis experienced
underestimation of baseline stroke work, due to the fact that the shape of the
loops was not rectangular but tailed, thereby reducing the area of the loop. This
is a known phenomenon in conductance measurements for PV‐loops in heart
failure patients. Therefore, the absolute value of Δ%SW increase may be
overestimated, but due to the repeated measurement design (i.e. each patient
serves as its own control), it is possible to compare different settings within each
patient. Although the study methodology was complex and the distribution of
patients over the three centers was uneven, baseline characteristics were
comparable between centers, as well as the relationship between QLV/QRSd
and Δ%SW. Our methods may have a different result in patients with
intraventricular conduction delay, as optimization may have a bigger impact in
patients with a less favorable substrate for CRT. The current protocol with
various AV‐delays and pacing settings was time‐consuming. Therefore, the
interventricular delay was fixed at an offset of 40ms LV first, because such an
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offset is favorable in most CRT patients.(16) Whether the acute hemodynamic
response obtained in each patient correlates to an improved long‐term
prognosis is debatable. However, changes in dP/dtmax are unable to predict
reverse remodeling,(30) while changes in SW are associated with favorable
volumetric response.(20)

CONCLUSION
There are large intra‐individual variations in acute hemodynamic CRT response
between electrodes of a quadripolar LV lead, indicating the benefit of patient
specific optimization. Although QLV/QRSd had a significant association with
acute hemodynamic CRT response at group level, QLV/QRSd was not usable to
predict the electrode of a quadripolar LV lead with highest hemodynamic
response for the individual patient. Therefore, optimization of the pacing
configuration of CRT with a quadripolar LV lead should rely on functional
assessment of cardiac function, instead of local electrical delay.
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SUPPLEMENTAL MATERIAL
Results for dP/dtmax
Δ%dP/dtmax had a variation between electrodes of 4.9±2.9% (supplementary
figure 1). In the GEE, higher QLV/QRSd values were not associated with
changes in Δ%dP/dtmax. There was also no significant association of QLV or
RVp‐LVs with Δ%dP/dtmax. Neither was there an association with the electrode
position in either the longitudinal or circumferential direction (supplementary
table 1).
Supplementary table 1. Prediction of change in %‐change in dP/dtmax
Single variable models (GEE)
B

SE (95% CI)

p‐value

QLV

‐0.075

0.045 (‐0.163‐0.014)

0.100

QLV/QRSd

‐0.003

0.030 (‐0.061‐0.014)

0.906

RVp‐LVs

‐0.001

0.016 (‐0.033‐0.002)

0.961

Combined model (GEE) anatomical position
Longitudinal position
Basal

0.925

0.734 (‐0.525‐2.375)

0.211

Mid

0.456

0.587 (‐0.694‐1.605)

0.437

0*

.

.

Anterolateral

‐1.196

1.297 (‐3.838‐1.247)

0.318

Lateral

‐0.735

0.738 (‐2.183‐0.712)

0.319

0*

.

.

Apical
Circumferential position

Posterolateral or posterior

The single variable models depict the results of the generalized estimated equation of
separate each parameter. B: beta‐coefficient. SE: standard error, CI: confidence interval. For
other abbreviations: see table 1. *: set to zero because the parameter is redundant.
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Figure S1: Acute hemodynamic response (dP/dtmax) per patient. Smallest, largest and median
%‐change in dP/dtmax (Δ%dP/dtmax) per patient. The red dashes depict the median, upper
and lower bars the smallest and largest value obtained with one of the four electrodes of the
quadripolar LV lead. Patients are ranked in the same order as figure 4 and 5.
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